All relevant data are within the manuscript and its Supporting Information files.

Introduction {#sec001}
============

Image guidance for percutaneous biopsy, drainage and therapy is the current standard of care. Not only does image guidance decrease procedural risk by allowing physicians to access locations that cannot be accessed without real-time feedback, but it also improves diagnostic yield by precisely targeting focal lesions. Currently percutaneous image guided procedures rely primarily on ultrasound \[[@pone.0236295.ref001]--[@pone.0236295.ref004]\], computed tomography (CT) \[[@pone.0236295.ref005], [@pone.0236295.ref006]\] and X-ray fluoroscopy \[[@pone.0236295.ref007], [@pone.0236295.ref008]\]. Due to magnetic resonances imaging's (MRI's) high soft tissue contrast and ability to provide physiological function information, diagnostic and therapeutic procedures under MRI guidance have emerged as alternatives in recent years and have been shown to provide accurate targeting \[[@pone.0236295.ref009]--[@pone.0236295.ref013]\].

MRI offers unique advantages including excellent soft tissue contrast, functional as well as structural information, flexible image plane control, all without the use of ionizing radiation exposure to patient and personnel. However, the enthusiasm of radiologists to take advantage of the features of MRI to guide interventions is significantly hampered by difficult access to the patient, and lack of both interactive navigation systems and interventional user interfaces to improve workflow. With the current shorter large bore magnets access to the patient is somewhat improved. However, workflow remains problematic in interventional MRI (iMRI) and navigation tools to improve targeting would be beneficial.

Typically, navigation systems for MRI are designed to facilitate entry point and target selection, needle pathway planning, and real-time MR imaging planes definition; all of which help to target deep, small lesions and to avoid critical structure damage along the needle path. Most of the navigation systems evaluated for the use in an MRI environment offer improved targeting accuracy for needle guidance \[[@pone.0236295.ref014]--[@pone.0236295.ref019]\]. However, most of the navigation systems are not approved for clinical use and requires extra equipment that make them inconvenient/time-consuming to set up and use. As well, most of these systems fail to offer real-time feedback which is crucial for accurate and safe device placement \[[@pone.0236295.ref014]--[@pone.0236295.ref022]\].

Interactive real-time MR imaging with the capability of rapid image acquisition, interactive scan plane control and protocol parameter update, as well as automatic device tracking, has been demonstrated to be extremely useful in MR guided interventions \[[@pone.0236295.ref011], [@pone.0236295.ref023]--[@pone.0236295.ref025]\]. The gradient-based navigation system (EndoScout®, Robin Medical Inc., Baltimore, MD) offers an adjunct to interactive real-time MRI using a unique method for device tracking \[[@pone.0236295.ref026]--[@pone.0236295.ref028]\]. In contrast to other active tracking systems, which rely on active tracking coils that are physically connected to the MR scanner, the EndoScout system enables MR gradients to interact with the tracking coils without a physical connection. The purpose of the present work is to integrate the gradient-based tracking technique into a multi-slice interactive real-time pulse sequence, and to evaluate the accuracy of needle placement using this integrated system in both a phantom and in an animal model.

Materials and methods {#sec002}
=====================

Navigation system {#sec003}
-----------------

The MR gradient-based EndoScout navigation system ([Fig 1](#pone.0236295.g001){ref-type="fig"}, EndoScout®, Robin Medical Inc., Baltimore, MD) comprises a three dimensional magnetic field cubic sensor with two sets of orthogonal pick-up micro-coils (six coils in total, [Fig 2C](#pone.0236295.g002){ref-type="fig"}) integrated into an instrument holder ([Fig 2A](#pone.0236295.g002){ref-type="fig"}). By switching gradients in X, Y and Z directions, the location and orientation of the sensor can be determined by measuring the voltages induced in the orthogonal micro-coils during gradient activations of the scanner. According to the clinical application, the sensor comes in various sizes and shapes, to suit different instruments and applications. Additionally, the needle holder can be sterilized.

![Integration of the EndoScout system in the MRI environment.\
The EndoScout system is configured for the Siemens Espree scanner as: signals are obtained on sensor (A) and are transmitted-to and processed-by interface unit (B) and electronic unit (C). Gradient command and trigger signals are obtained from the cabinet (D). Signals are digitized and processed by EndoScout PC (E), which is controlled remotely via KVM-extension at (F). Real-time tracking annotation overlay is transferred to scanner computer via Ethernet connection to the hub (G). Real-time tracking annotation overlay is then displayed on control-room MR console monitor (H) and in-room monitor (I).](pone.0236295.g001){#pone.0236295.g001}

![The gradient-based hand-held device in the EndoScout navigation system.\
(A) The needle holder (or surgical tool holder) with the MR gradient field detection sensor embedded. (B) Three different types of needle holder adapters which can attach to the needle holder and hold variable sized applicators. (C) MR gradient field detecting sensor with two sets of three orthogonal pick up coils (six coils in total). The sensor determines applicator location and orientation within the magnet, and based on the needle length, the tip position of the needle can be calculated. (D) A puncture needle is attached to the hand-held device via a needle holder adapter.](pone.0236295.g002){#pone.0236295.g002}

The system is connected to the gradient amplifiers to detect the currents sent to the gradient coils during the gradient excitation and determine the gradient fields generated inside the magnet. The sensor is connected to the interface unit ([Fig 1B](#pone.0236295.g001){ref-type="fig"}) which is located inside the magnet room. The main electronic unit ([Fig 1C](#pone.0236295.g001){ref-type="fig"}) is located in the equipment room and receives the current output of three gradients as well as the signals from the interface units. The system then measures the voltages induced in the micro-coils during gradient transition to determine the sensor position and orientation \[[@pone.0236295.ref027]\]. The X, Y and Z fields from gradient coils determined during system installation are used as reference.

The sensor coils are integrated into a hand-held device which is attached to a needle ([Fig 2D](#pone.0236295.g002){ref-type="fig"}) via needle adapter with various sizes ([Fig 2B](#pone.0236295.g002){ref-type="fig"}). An operator can then hold the needle holder while advancing the needle during a percutaneous procedure ([Fig 2E](#pone.0236295.g002){ref-type="fig"}). Based on the relative position of the sensor and the needle location, the needle orientation and the tip location can be determined.

The image plane definition relative to the needle holder is shown in [Fig 3](#pone.0236295.g003){ref-type="fig"}. The green and purple planes are parallel to the needle axis and would display the needle as a line projected onto the plane, and the pink plane is perpendicular to the needle axis and would display the needle as a point intersecting the plane.

![Image plane definition relative to the needle holder.\
Green slice: needle holder in-plane with needle tip as the center of the imaging slice. Purple slice: needle holder perpendicular to the plane with needle tip as the center of the imaging plane. Pink slice: needle (attached to the needle holder) perpendicular to the plane with needle tip as the center of the imaging plane.](pone.0236295.g003){#pone.0236295.g003}

Pulse sequences {#sec004}
---------------

An interactive multi-slice real-time sequence (BEAT_IRTTT, Siemens Healthineers, Erlangen, Germany) with the following acquisition parameters was used: FOV 300 x 300 mm^2^; TR, \<4 ms; TE, \< 3 ms 2 ms; flip angle, 50°--70°; acquisition matrix, 192 × 192, receiver bandwidth, \> 500 Hz/pixel. This facilitated acquisition times of \< 1 second per slice for 3 parallel, sequentially acquired planes 4-mm in thickness with a 1-mm gap. The sequence was modified to provide the excitation gradients and trigger signal that are fed into the EndoScout system for sensor tracking. Bipolar excitation gradients were applied in X, Y and Z directions consecutively and repeated for every phase encoding line or every slice in both TrueFISP ([Fig 4](#pone.0236295.g004){ref-type="fig"}) and GRE acquisitions. The repetition interval of excitation gradients determines the update interval of the sensor position and orientation. Based on the sensor tracking updates and the relative position of the sensor with respect to the surgical holder and the device, the position and orientation of the puncture needle are determined. The sequence can also automatically update the scan planes to acquire the images along the needle (containing the needle holder or perpendicular to the needle holder) or perpendicular to the needle in real-time, as defined in [Fig 3](#pone.0236295.g003){ref-type="fig"}.

![Pulse sequence diagram of the integrated EndoScout system.\
(A) Phase Encode Mode. The EndoScout excitation gradients applied for every phase encoding line in a TrueFISP acquisition. The three gradients in X, Y and Z directions are consecutively activated with a fixed, bi-polar pattern. It enables position update to the EndoScout system for every phase encode interval. (B) Sequential Mode. Only one gradient activation is added for each phase encode, and the three gradients are activated sequentially. This provides sufficient data for tracking for every three phase encode steps.](pone.0236295.g004){#pone.0236295.g004}

Experimental setup {#sec005}
------------------

All studies were performed in a 1.5 T system (Magnetom Espree, Siemens Healthineers, Erlangen, Germany). For procedure planning, in both phantom and animal experiments, 3D volume gradient echo images (TR 7.42 ms; TE 2.38 ms; res. 1.3x1.3x2.5 mm^3^) were first acquired and the axial, coronal and sagittal reference images containing the target were identified as roadmap images. In the animal experiments, additional axial, coronal and sagittal HASTE images (TR 2000 ms; TE 62 ms; res. 1.2x1.2x5.0 mm^3^) were acquired when the target was not well visualized on the T1 weighted images. The three reference images were uploaded into three image frames on the scanner user interface and also sent to EndoScout system for registration. The entry point and the needle path were then determined with the planned needle path displayed as an intersection line on one of the roadmap images. Once the desired entry point and needle path to the target was selected, the needle was aligned using the EndoScout system.

The BEAT_IRTTT sequence with EndoScout integration using TrueFISP acquisition was used during the needle insertion for MR guidance. The additional gradient activation inserted for each phase encoding steps enables the sensor tracking with a high frame rate. During the scan, the current position and orientation of the sensor within the magnet was computed by the EndoScout system and projected needle puncture path was displayed as a graphical overlay (tracking annotation) superimposed on the roadmap MR images ([Fig 5](#pone.0236295.g005){ref-type="fig"}) on the scanner user interface to indicate the relative spatial relationship between the surgical device and the respective underlying three slices. The tracking annotation indicates the needle tip position (the tip of the green triangle) and the orientation of the needle shown as colored lines connecting to the triangles. The corresponding location of the needle relative to the respective slice was shown in yellow (proximal), blue (in-plane) and red (distal).

![Screenshot of the MR in-room monitor during a phantom experiment.\
The top three windows show the overlay of the navigation system (green/yellow/red overlay) with pre-acquired MR images in coronal, sagittal, and axial orientation. On the lower right side (star) the real-time MR images with sagittal and axial views are displayed.](pone.0236295.g005){#pone.0236295.g005}

Real-time images along the needle path were acquired by manually aligning the scanning plane (using the scanner user interface) to the needle path indicated by graphical overlay. During the navigated intervention, EndoScout tracking updated the device position and orientation every 8.2 ms and the acquisition time for each slice was 377 ms ([Fig 6](#pone.0236295.g006){ref-type="fig"}). The tracking annotation on pre-acquired images along the planned needle path were displayed for interactive navigation as follows: three slices were displayed in the inline display window in a mosaic mode, with slice 1 always following the needle plane (containing the needle holder), and slices 2 and 3 updated with real-time images along the planned path and final target but without slice location change ([Fig 7](#pone.0236295.g007){ref-type="fig"}). If necessary, the operator could slightly rotate the needle holder around the needle so that the slice orientation will be updated for better observation of surrounding tissues along the needle path. For needle guidance, on the pre-acquired axial slice, one slice containing the planned surgical path was shown as intersection plane and was used as the reference for the operator to align surgical device to keep it within the planned path (Figs [6](#pone.0236295.g006){ref-type="fig"} and [7](#pone.0236295.g007){ref-type="fig"}, top right image).

![Setup during biopsy of the shoulder joint in a porcine model.\
Navigation probe (arrow) attached to the needle. Flex loop large surface coil (arrowhead) is used for imaging.](pone.0236295.g006){#pone.0236295.g006}

![Cervical spine puncture.\
Top Row: The EndoScout graphic overlay, with real-time tracking updates, is superimposed on the three underlying static slices (cor, sag, ax) on the scanner user interface with the tip of the green triangles (middle and right) indicating the needle tip position, and the lines going through the triangles indicating the direction of the needle (yellow: proximal, blue: in-plane, and red: distal relative to the respective slices). Bottom Row: The real-time MR imaging feedback in a separate window (three real-time slices) provides depth information as the needle is advanced and confirms the actual needle position. The three real-time acquired slices are displayed in the inline display window of the scanner user interface in a mosaic mode, with Slice 1 (sag) always following the needle path and Slices 2 (ax) and 3 (sag) updated with real-time images for reference, but without slice location change.](pone.0236295.g007){#pone.0236295.g007}

A T1 GRE sequence was performed in the axial, coronal and sagittal orientation after the procedure to obtain the final needle path and the exact tip location. This information was used to check whether the needle is aligned with the planned path and to measure the overall error (Euclidian distance from the needle tip to the target) as well as the system error (needle tip to the closest point from the guidance needle trajectory calculated by the EndoScout navigation system).

Phantom study {#sec006}
-------------

For accuracy evaluation a gel phantom was used. To simulate multiple lesions within the phantom, 15 plastic rings (14 mm inner diameter, 2 mm height) were embedded in the gel at different locations and levels. Fifteen real-time MR-guided punctures aimed at the center of the rings were attempted twice by two interventional radiologists, one with 15 years of clinical practice experience/14 years of iMRI experience (IR1) and one with 2 years of clinical practice experience/1 year of iMRI experience (IR2). Of the first set of 15 punctures (experiment 1), 9 were performed by IR1 and 6 by IR2; for the second set of 15 punctures (experiment 2), 6 were performed by IR1 and 9 by IR2. The in-room monitor was used for interactive navigation with the gradient-based system overlay. On magnified (x3) post-puncture images the distance from the target, defined as the center of the plastic ring, to the needle tip position was measured in 3 dimensions (x, y and z). The 3D distance (D~3D~, overall error), was calculated as: $D_{3D} = \sqrt{\Delta x^{2} + \Delta y^{2} + \Delta z^{2}}$, where Δx, Δy, and Δz are the distances from needle tip to target in each x, y, and z direction, respectively.

The 3D overall error and the entry to target time for both radiologists were evaluated for both experiments using an unpaired two-tailed t-test with Welch's correction (significance level α = 0.05). A temporal learning curve was estimated by comparing the 3D overall mean error as well as entry to target time of the first half to the second half of the data for each radiologist (unpaired two-tailed t-test with Welch's correction, α = 0.05).

Animal study {#sec007}
------------

A porcine model, approved by the Institutional Animal Care and Use Committee (IACUC Number: JHU IACUC SW 07M390, Maryland, USA), was selected for in vivo evaluation of the feasibility and accuracy of the gradient-based navigation system for MR guided percutaneous interventions. Animals housed at Johns Hopkins University receive species-appropriate environmental enrichment that meets each species needs: Pigs were fed a standard diet and were housed in pairs or social groups, typically by maintaining animals in the social arrangements in which they arrive. Positive human interactions were received during daily husbandry tasks. Pigs were provided with one hanging toy and at least one floor toy. They receive novel treats during positive interactions with the enrichment staff at least once weekly. Treats may be directly handed to the pigs or distributed in feeder the pigs must use their snouts to root with in order to free the treats.

Four healty pigs (ARCHER FARMS, INC.; Darlington, MD) were used in this study. Pigs were fasted for 24 hours prior to the study. Preoperative sedation was induced with a dose of Ketamine IM (10 mg/kg). After adequate sedation, the animal was intubated with an endotracheal tube. General anaesthesia was initiated with gaseous Isofluorine (2%) and also conducted with Acepromazine (0.5 mg/kg), Atropine (0.8 mg/kg), and Thiopental (15 mg/kg). During the interventions no adverese effects were observerd.

After the experiments, the animal was euthanized with an IV injection of thiopental (100mg/kg) under general anesthesia. Confirmation of death was verified by EKG, cardiac auscultation; as well as cessation of breathing and no reaction to a painful stimulus.

Using 20cm long 20-G MR-compatible metal needles (MReye Chiba Biopsy Needle, Cook Incorporated, Bloomington, IN), six separate punctures were performed by one radiologist (IR1) on four pigs. Targets for percutaneous punctures were a minor calyx in the kidney to simulate a nephrostomy (3), the anterior edge of the glenoid to simulate an anterior approach to shoulder arthrography (1) the cervical intervertebral foramen to simulate a transforaminal epidural injection (2). Time for setup of the EndoScout system was measured starting when MR-images for planning were available and ending with the insertion of the needle. The total needle insertion time started with the skin entry of the needle and ended when the needle reached the target. On magnified (x3) post-puncture images the distance between the target as defined on the planning images and the final needle tip position (overall error) was measured in x, y and z directions. The deviation of the needle tip to the guidance needle trajaectory calculated by the navigation system (system error) was measured.

Results {#sec008}
=======

Phantom study {#sec009}
-------------

In the phantom study, both radiologists successfully placed the tip of the needle inside the targets in all fifteen 14-mm diameter rings ([Fig 5](#pone.0236295.g005){ref-type="fig"}). The overall error (distance from the target, defined as the center of the plastic ring, to the needle tip position) was 7.6±6.0 mm and 5.2±3.1 mm, respectively, for the two times of the puncture experiments. The error in x, y and z directions (relative to the target) was 2.9±2.7, 4.5±6.6, 3.2±2.3 mm respectively for experiment 1 and 2.6±1.7, 2.7±3.8, 2.1±1.2 mm respectively for experiment 2. The less-experienced radiologist pushed the needle too deep inside the ring (overshooting of the needle insertion) in two punctures (one in each experiment) which caused two outlier data points (more than 15 mm error in y direction, perpendicular to the ring). Omitting these two data points, the overall error was 6.2±2.9 mm (experiment 1; 2.9±2.8, 2.9±2.7, 3.1±2.4 mm in x, y and z directions) and 4.4±1.3 mm (experiment 2; 2.6±1.8, 1.8±1.6, 2.2±1.2 in x, y and z directions). The overall error for the two radiologists was 5.4±2.9 mm (9 targets, 3.3±2.9, 2.6±2.5, 2.3±1.5 mm in x, y and z directions) and 7.6±2.6 mm (5 targets, outlier target excluded, 2.3±2.8, 3.6±3.2, 5.0±2.6 mm in x, y and z directions) respectively for experiment 1 and 4.1±1.2 mm (6 targets, 2.1±1.6, 1.6±1.5, 2.3±1.5 mm in x, y and z directions) and 4.7±1.4 mm (8 targets, outlier target excluded, 2.9±1.8, 1.9±1.8, 2.1±1.0 mm in x, y and z directions) respectively for experiment 2. There was no significant difference in the 3D overall error for the two radiologists for experiment 1 (p = 0.19) and 2 (p = 0.40). Furthermore, a learning curve between the experiments 1 and 2 for IR1 (p = 0.24) and IR2 (p = 0.07) could not be detected. The entry to target time was 118.92±91.42 sec for experiment 1 and 137.53±77.77 sec for experiment 2, with 15 targets each. The two radiologists had an average entry to target time of 57.43±6.05 sec (IR1, 9 targets) and 190.67±92.42 sec (IR2, 6 targets) for the first experiment and 75.50±14.35 sec (IR1, 6 targets) and 178.89±75.14 sec (IR2, 9 targets) for the second experiment. IR1 had a significantly shorter entry to target time compared to IR2 for experiment 1 (p = 0.02) and experiment 2 (p\<0.01).

Animal study {#sec010}
------------

The needle was successfully advanced into all six planned targets. The results for the in-vivo experiment were summarized in [Table 1](#pone.0236295.t001){ref-type="table"}. The overall error (error in placement between the target and the final needle tip position) and the system error (deviation of the needle tip from the guidance needle trajectory overlay calculated by the navigation system) in six punctures was 8.8±7.8 mm (min: 0.8 mm; max: 20.0 mm) and 3.3±1.4 mm (min: 1.8 mm; max: 5.2 mm), respectively. The total needle insertion time (entry point to target time) for all planned target was 96.3±40.5 seconds (min: 42 seconds; max: 154 seconds). Similar to the phantom experiments, in two punctures the needle was advanced too far by IR1.

10.1371/journal.pone.0236295.t001

###### Summary of porcine punctures.

![](pone.0236295.t001){#pone.0236295.t001g}

  Target \#   Pig \#   Puncture Target    Entry to Target Time (seconds)   Overall Error (mm)   System Error (mm)
  ----------- -------- ------------------ -------------------------------- -------------------- -------------------
  1           1        Shoulder Joint     108                              20.0                 2.9
  2           1        Cervical spine 1   72                               4.6                  1.8
  3           1        Cervical spine 2   154                              0.8                  1.9
  4           2        Kidney             42                               6.9                  5.2
  5           3        Kidney             125                              3.4                  3.4
  6           4        Kidney             79                               17.0                 4.8
  All                  Mean ± STD         96.7 ± 40.3                      8.8 ± 7.8            3.3 ± 1.4

Discussion {#sec011}
==========

In iMRI, navigation systems for percutaneous needle placements (e.g. biopsies or ablations) should interactively provide needle pathway planning, entry point and target selection, without restricting the freedom of navigation in the unlimited trajectories unique to MRI. Additional real time imaging feedback during the needle placement should be provided to allow the operator to adjust for intraprocedural anatomic distortion and needle deviation, in order to increase the safety and precision of the needle placement \[[@pone.0236295.ref010], [@pone.0236295.ref013], [@pone.0236295.ref029], [@pone.0236295.ref030]\]. The gradient-based navigation system combined with the interactive real-time sequence evaluated in this study facilitates interactive procedures in a wide-bore MR system. The integrated system was able to reliably navigate the needle and superimpose the real-time updated needle trajectory on pre-acquired images. This facilitated needle insertion along the planned paths and allowed for confirmation of successful targeting. The multi-slice real-time images were acquired and displayed in a mosaic mode to enable device guidance while allowing the operator to adapt to both organ movement due to breathing and tissue deformation/displacement due to needle insertion. This is superior to other approaches that use out-of-bore navigation \[[@pone.0236295.ref015], [@pone.0236295.ref016], [@pone.0236295.ref024], [@pone.0236295.ref031]\] without real-time feedback, and therefore do not allow the operator to adapt to target motion. This is especially problematic when targeting lesions in soft, mobile organs such as the liver that suffer from both respiratory motion and tissue deformation. Nevertheless, comparing the mean total error in all directions to other publications (mean error of 0.99mm±0.47mm to 3.9mm±2.4mm) the presented gradient based technique shows a slightly lower accuracy \[[@pone.0236295.ref011], [@pone.0236295.ref013], [@pone.0236295.ref015], [@pone.0236295.ref032], [@pone.0236295.ref033]\]. This is compensated for because the integrated system uses MRI gradients rather than optical tracking, thus eliminating any line of sight problems that could arise from in-bore needle manipulation, where the field of view of cameras is restricted. In addition, the tracking tool utilizes the gradient system of the MR scanner rather than cameras, optical markers, robotic arms, etc. Therefore, the system is easy to implement and readily usable with short setup time.

There are other types of navigation techniques for MRI guided punctures. MRI compatible robotic devices \[[@pone.0236295.ref014], [@pone.0236295.ref019]--[@pone.0236295.ref021]\] usually require extensive setup time, provide reliable guidance, but due to medicolegal reasons a physician is still required to advance the needle. Other systems use augmented reality to project information acquired inside the magnet onto the patient for puncture guidance \[[@pone.0236295.ref015], [@pone.0236295.ref016], [@pone.0236295.ref022]\]. Although relatively intuitive, these systems lack real-time feedback for adjustments of needle and therefore do not allow the operator to adapt to motion/deformation. A good example is simple grid-based Cartesian devices, which are used only for breast and prostate biopsies where motion is not a concern \[[@pone.0236295.ref034], [@pone.0236295.ref035]\]. However, in contrast to most robotic and augmented reality systems, these grid based systems are commercially available and are used extensively.

Freehand punctures without navigation tools can also be performed in MR systems using for instance standard radiological markers or body landmarks. This approach has no regulatory restrictions but has been shown to be relatively time consuming due to what can be a cumbersome preparation period \[[@pone.0236295.ref036]\]. There are reports suggesting that efficiency of both access and freehand punctures is improved in "vertically-open" MR systems which facilitate lateral access to the patient \[[@pone.0236295.ref012]\] as opposed to "open-bore" systems that only allow patient access from the ends of the magnet. However, most "vertically-open" MR systems operating at 1T or above are no-longer being produced or supported by the manufacturers. Currently available "vertically-open" magnets operate at low field strengths and therefore produce suboptimal image quality compared to "open-bore" systems especially when real-time imaging is needed.

In contrast, the method presented here allows for high-quality real-time image collection before and during percutaneous needle placement that can be used as overlay during the procedure. Ultimately, we envision a system that can use real-time information for the adjustment of the pre-acquired images. This would reduce the complexity of the information and increase the ease of use of the system. Along the same line, needle bending might also add to the complexity of the procedure as the trajectory and the real needle do not align. Adding two real-time slices parallel to the central slice as described with freehand punctures \[[@pone.0236295.ref011]\] might be helpful in these situations. Another solution could be an automatic adjustment of the trajectory and the needle path based on real-time information. However, this would require recognition of the inserted needle which is not available, yet. But even without these additional features, the system's gradient-based tracking simplifies the initial stages of the intervention, when entry point and trajectory are being determined while most of the needle is outside of the patient and still surrounded by air. In this phase of the intervention, real-time imaging is not helpful since the needle artifact itself is not visible in air.

There are limitations with this study. First, the number of animal experiments is relatively small and no control group (e.g. with freehand punctures) was included. Future work could include a two-armed clinical trial with and without the gradient-based navigation tool as an add-on. Second, we targeted only organs that have minimal motion during breathing, due to the fact that the graphic overlay is not registered to breathing. Since the pre-acquired MR images do not adjust for breathing motion, real-time images were acquired during the puncture for identifying moving targets as well as confirming the needle position. The combination of static planning and real-time imaging is a difficult task for the interventionalists as they have to follow complex information during the puncture. Third, we observed overshooting of the needle in both, phantom and animal experiments. This is understandable since the navigation system does not track the actual needle tip and the interventionalist relies heavily on the real-time image feedback, which has a frame rate significantly slower than that of the tracking device. In addition, going beyond the planned target with the needle tip was often performed on purpose to overcome the elasticity of the target tissue, especially during phantom and animal tests when we use needles that may have been used many times before and are less sharp. Given the precise placement in the other two directions, we don't expect that this to be an issue in clinical practice when new and sharp needles are used.

In summary, we integrated a gradient-based navigation system with an interactive real-time sequence for improved MRI guidance of percutaneous punctures. The integrated system was capable of reliably navigating a needle, superimposing both the device's position and orientation in real-time on pre-acquired images and displaying needle and target in real-time. Based upon the results of this pilot study, we conclude that MR image guidance of percutaneous punctures with the EndoScout interactive navigation system as an add-on is feasible and accurate. The system provided most intuitive help during the selection of the entry point and orientation of the needle in a wide-bore MR system. Usability seems to be independent from iMRI expertise since both interventional radiologists produced similar results and did not experience a learning curve. Our results on accuracy in phantoms and technical feasibility in animals suggest that the Endoscout System can be implemented in the clinical realm. However, the current prototype is not ready for clinical use. Next steps include registration to breathing motion and integration of Endoscout with new interfaces such as Access-I (Siemens Healthineers, Germany, Erlangen). We expect that this will facilitate clinical implementation of the tracking system, which could be especially helpful for more complex procedures that require double oblique puncture trajectories or positioning of multiple needles or applicators targeting several lesions, such as in thermal ablations.
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Zhongliang Zu, Ph.D.

Academic Editor

PLOS ONE

Journal requirements:

When submitting your revision, we need you to address these additional requirements:

1.    Please ensure that your manuscript meets PLOS ONE\'s style requirements, including those for file naming. The PLOS ONE style templates can be found at <http://www.plosone.org/attachments/PLOSOne_formatting_sample_main_body.pdf> and <http://www.plosone.org/attachments/PLOSOne_formatting_sample_title_authors_affiliations.pdf>

2\. Please include the following information in your methods section:

•        Please specify the source from which animals were obtained

•        Please provide details of animal welfare and housing (e.g., shelter, food, water, environmental enrichment)
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Reviewers\' comments:

Reviewer\'s Responses to Questions

**Comments to the Author**

1\. Is the manuscript technically sound, and do the data support the conclusions?

The manuscript must describe a technically sound piece of scientific research with data that supports the conclusions. Experiments must have been conducted rigorously, with appropriate controls, replication, and sample sizes. The conclusions must be drawn appropriately based on the data presented.

Reviewer \#1: Yes

Reviewer \#2: Partly

Reviewer \#3: Yes

\*\*\*\*\*\*\*\*\*\*

2\. Has the statistical analysis been performed appropriately and rigorously?

Reviewer \#1: N/A

Reviewer \#2: Yes

Reviewer \#3: Yes

\*\*\*\*\*\*\*\*\*\*

3\. Have the authors made all data underlying the findings in their manuscript fully available?

The [PLOS Data policy](http://www.plosone.org/static/policies.action#sharing) requires authors to make all data underlying the findings described in their manuscript fully available without restriction, with rare exception (please refer to the Data Availability Statement in the manuscript PDF file). The data should be provided as part of the manuscript or its supporting information, or deposited to a public repository. For example, in addition to summary statistics, the data points behind means, medians and variance measures should be available. If there are restrictions on publicly sharing data---e.g. participant privacy or use of data from a third party---those must be specified.

Reviewer \#1: Yes

Reviewer \#2: Yes

Reviewer \#3: Yes

\*\*\*\*\*\*\*\*\*\*

4\. Is the manuscript presented in an intelligible fashion and written in standard English?

PLOS ONE does not copyedit accepted manuscripts, so the language in submitted articles must be clear, correct, and unambiguous. Any typographical or grammatical errors should be corrected at revision, so please note any specific errors here.

Reviewer \#1: Yes

Reviewer \#2: Yes

Reviewer \#3: Yes

\*\*\*\*\*\*\*\*\*\*

5\. Review Comments to the Author

Please use the space provided to explain your answers to the questions above. You may also include additional comments for the author, including concerns about dual publication, research ethics, or publication ethics. (Please upload your review as an attachment if it exceeds 20,000 characters)

Reviewer \#1: This is an interesting paper. The following points should be considered to further improve it.

1\. Figures 1, 3, 4 are very low resolution. Please replace with high DPI version.

2\. The results describe the performance of the proposed system but no control group was presented. The Authors should at least provide a comparison based on the literature (e.g. needle insertion time, error in plane and in 3D for competitor solutions).

3\. The Authirs write on Page 21 \"The multi-slice real-time images were acquired and displayed in a mosaic mode to enable device guidance while allowing the operator to adapt to both organ movement due to breathing and tissue deformation/displacement due to needle insertion.\"

Later however the Authors write (on Page 23) \"we targeted only organs that have minimal motion during breathing\". Please explain the reason for this choice, since the system should be able to cope with this, right?

4\. On page 23 the Authors write \"we observed overshooting of the needle in both, phantom and animal experiments\". A relatively simple solution to this problem would be a depth gauge on the needle. Is this not possible with the proposed system?

Reviewer \#2: The manuscript is interesting and well written. I can see the interest of the system but do the results really support that this helps the IR? not sure (8mm deviation, 4 cases of overshooting)\... it is not an issue as it is work in progress, but this should be mentioned in the discussion especially Given the conflict of interests of the authors,

A couple of points that need to be addressed/corrected to my point of view:

\- is the needle holder sterilizable?

\- please provide the characteristics of the BEAT-IRTTT sequences

\- line 168: in which plane were HASTE images acquired? was was the number of HASTE images?

\- fig7 is mentioned before fig6 in the text

\- line 223: what were the reasons to use a T1 or a T2 sequence? please be more precise

\- what were the targets in the pigs? Kidney is rather vague. Same for cervical spine or shoulder. a figure could be helpful

\- results section and measures: given the low spatial resolution of MRI guidance, giving a hundredth of millimeter does not make sense. there is a huge place for errors there. Who made the measurements? how many times were they made?

\- line 282 to 295: you give a lot of measures but the terms are unclear. It would be better to specify clearly which results apply to expriement1/2 and IR1/2

\- was overshooting recognized at the time of puncture? if not, i believe that statistic should be presented including the outlier target.

\- line 291: learning curve: how do you compare the learning curve? it was not specified in the method section. Moreover, base on the length of procedure, it seems to be a difference

\- please provide a p-value if there is one to compare precision and time to insert the needle between IR1 and IR2

\- line 299 to 305: these are not results. It is a subjective description, please remove

Reviewer \#3: This study aimed to investigate the feasibility, accuracy and clinical implementation with use of an animal model of a grading-based navigation system for MR guided interventions using an open bore 1.5 Tesla MRI system. This is a timely topic as interventional MRI procedures gain traction and thus navigation systems are important and will become even more important in the future. The navigation system is well described. The methods and statistical analysis are described in detail and to my review appropriate. The manuscript is very well written, without major requirements for edits. The figures and illustrations are excellent. The manuscript includes detailed information for readers to implement and reproduce the techniques that result of this study, respectively. The author group is well known to the field of interventional magnetic resonance imaging including several pioneers and clinically active interventional radiologists, which carries a high credibility for the study.

\*\*\*\*\*\*\*\*\*\*

6\. PLOS authors have the option to publish the peer review history of their article ([what does this mean?](https://journals.plos.org/plosone/s/editorial-and-peer-review-process#loc-peer-review-history)). If published, this will include your full peer review and any attached files.

If you choose "no", your identity will remain anonymous but your review may still be made public.

**Do you want your identity to be public for this peer review?** For information about this choice, including consent withdrawal, please see our [Privacy Policy](https://www.plos.org/privacy-policy).

Reviewer \#1: No

Reviewer \#2: No

Reviewer \#3: No

\[NOTE: If reviewer comments were submitted as an attachment file, they will be attached to this email and accessible via the submission site. Please log into your account, locate the manuscript record, and check for the action link \"View Attachments\". If this link does not appear, there are no attachment files.\]

While revising your submission, please upload your figure files to the Preflight Analysis and Conversion Engine (PACE) digital diagnostic tool, <https://pacev2.apexcovantage.com/>. PACE helps ensure that figures meet PLOS requirements. To use PACE, you must first register as a user. Registration is free. Then, login and navigate to the UPLOAD tab, where you will find detailed instructions on how to use the tool. If you encounter any issues or have any questions when using PACE, please email PLOS at <figures@plos.org>. Please note that Supporting Information files do not need this step.
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16 Jun 2020

Dear Dr. Zu,

I would like to thank you and your reviewers for the time and effort you have put into the review of our manuscript. We really appreciate all of your input. The following is a detailed summary of the replies and changes made in our manuscript in direct response to each specific reviewer comment.

Sincerely,

Bennet Hensen and Frank Wacker, for all authors

Journal requirements:

1\. Please ensure that your manuscript meets PLOS ONE\'s style requirements, including those for file naming. The PLOS ONE style templates can be found at <http://www.plosone.org/attachments/PLOSOne_formatting_sample_main_body.pdf> and <http://www.plosone.org/attachments/PLOSOne_formatting_sample_title_authors_affiliations.pdf>

The manuscript style was adapted to the style requirements.

2\. Please include the following information in your methods section:

• Please specify the source from which animals were obtained

• Please provide details of animal welfare and housing (e.g., shelter, food, water, environmental enrichment)

• Please complete and submit a copy of the ARRIVE Guidelines checklist, a document that aims to improve experimental reporting and reproducibility of animal studies for purposes of post-publication data analysis and reproducibility: <https://www.nc3rs.org.uk/arrive-guidelines>. Please include your completed checklist as a Supporting Information file. Note that if your paper is accepted for publication, this checklist will be published as part of your article.

Detailed information on animal source and animal welfare and housing was added.

The ARRIVE Guidelines checklist was uploaded.

3\. Thank you for stating the following in the Competing Interests section:

(...)

An updated Funding Statement and a Competing Interests Statement was included in the cover letter.

4\. PLOS requires an ORCID iD for the corresponding author in Editorial Manager on papers submitted after December 6th, 2016.

The ORCID iD was added.

5\. Please upload a new copy of Figure 4 as the detail is not clear. Please follow the link for more information: <https://blogs.plos.org/plos/2019/06/looking-good-tips-for-creating-your-plos-figures-graphics/>

All Figures are now replaced with high DPI versions. Figure 4 has been adjusted and homogenized, the sequence diagrams now look the same.

Review Comments to the Author:

Reviewer \#1: This is an interesting paper. The following points should be considered to further improve it.

1\. Figures 1, 3, 4 are very low resolution. Please replace with high DPI version.

All Figures are now replaced with high DPI versions.

2\. The results describe the performance of the proposed system, but no control group was presented. The Authors should at least provide a comparison based on the literature (e.g. needle insertion time, error in plane and in 3D for competitor solutions).

We included a comparison based on the literature in the "Discussion" section (line 533 -- 536).

3\. The Authors write on Page 21 \"The multi-slice real-time images were acquired and displayed in a mosaic mode to enable device guidance while allowing the operator to adapt to both organ movement due to breathing and tissue deformation/displacement due to needle insertion.\"

Later however the Authors write (on Page 23) \"we targeted only organs that have minimal motion during breathing\". Please explain the reason for this choice, since the system should be able to cope with this, right?

The current system includes static as well as real time information. This is now explained in the "Discussion" section (line 587 -- 592).

4\. On page 23 the Authors write \"we observed overshooting of the needle in both, phantom and animal experiments\". A relatively simple solution to this problem would be a depth gauge on the needle. Is this not possible with the proposed system?

We agree with the reviewer that a depth gauge could be a simple solution. However, elasticity of soft tissue in humans, animals and most phantoms cause pushback once the target is reached. In order to adjust for elastic resistance, overshooting is somewhat intended but the extent is sometimes difficult to foresee, especially when relying on needle tip visualization in static rather than realtime images.

Reviewer \#2: The manuscript is interesting and well written. I can see the interest of the system but do the results really support that this helps the IR? not sure (8mm deviation, 4 cases of overshooting)\... it is not an issue as it is work in progress, but this should be mentioned in the discussion especially Given the conflict of interests of the authors,

We agree with the reviewer. This is a prototype system not ready for clinical use. We clarified this in the "Discussion" section (line 613 -- 617).

A couple of points that need to be addressed/corrected to my point of view:

\- is the needle holder sterilizable?

Yes, this information were added in the manuscript (line 113)

\- please provide the characteristics of the BEAT-IRTTT sequences

Details for BEAT-IRTTT were added in the methods section (line 161 - 164)

\- line 168: in which plane were HASTE images acquired? What was the number of HASTE images?

The HASTE sequence was acquired in an axial, coronal and transversal plane (line 187).

\- fig7 is mentioned before fig6 in the text

This was corrected.

\- line 223: what were the reasons to use a T1 or a T2 sequence? please be more precise

T1 images were selected. This information has been corrected in the manuscript.

\- what were the targets in the pigs? Kidney is rather vague. Same for cervical spine or shoulder. a figure could be helpful

Spine: the cervical intervertebral foramen to simulate a transforaminal epidural injection

Shoulder joint: the anterior edge of the glenoid to simulate an anterior approach to shoulder arthrography

Kidney: minor calyx of the lower pole to simulate a nephrostomy

Details are now given in the manuscript (line 298-300)

\- results section and measures: given the low spatial resolution of MRI guidance, giving a hundredth of millimeter does not make sense. there is a huge place for errors there. Who made the measurements? how many times were they made?

We fully agree with the reviewer, that this does not make sense. Therefore, the numbers were rounded.

\- line 282 to 295: you give a lot of measures but the terms are unclear. It would be better to specify clearly which results apply to expriement1/2 and IR1/2

In the "Results" section, the measurements are given for experiment 1 and 2 and for IR 1 and 2 respectively. We clarified this by adding some information regarding IR 1 and 2.

\- was overshooting recognized at the time of puncture? if not, i believe that statistic should be presented including the outlier target.

Overshooting was recognized during the intervention by the less experienced radiologist who overestimated elasticity and prematurely finished the respective puncture. For full disclosure the experiments are mentioned but, give the operator error, are not included in the results.

\- line 291: learning curve: how do you compare the learning curve? it was not specified in the method section. Moreover, base on the length of procedure, it seems to be a difference

An operator not familiar with a guidance system usually improves after the first set of experiments. In order to account for a potential learning curve, we therefore compared experiment 1 and 2 for both IR1 and 2. This was clarified in the "Results" section.

\- please provide a p-value if there is one to compare precision and time to insert the needle between IR1 and IR2

This information is given in the "Results" section (time to insert: line 463; precision: line 456).

\- line 299 to 305: these are not results. It is a subjective description, please remove

We agree. The paragraph is omitted.
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Dear Dr. Hensen,

We're pleased to inform you that your manuscript has been judged scientifically suitable for publication and will be formally accepted for publication once it meets all outstanding technical requirements.

Within one week, you'll receive an e-mail detailing the required amendments. When these have been addressed, you'll receive a formal acceptance letter and your manuscript will be scheduled for publication.

An invoice for payment will follow shortly after the formal acceptance. To ensure an efficient process, please log into Editorial Manager at <http://www.editorialmanager.com/pone/>, click the \'Update My Information\' link at the top of the page, and double check that your user information is up-to-date. If you have any billing related questions, please contact our Author Billing department directly at <authorbilling@plos.org>.

If your institution or institutions have a press office, please notify them about your upcoming paper to help maximize its impact. If they'll be preparing press materials, please inform our press team as soon as possible \-- no later than 48 hours after receiving the formal acceptance. Your manuscript will remain under strict press embargo until 2 pm Eastern Time on the date of publication. For more information, please contact <onepress@plos.org>.

Kind regards,

Zhongliang Zu, Ph.D.

Academic Editor
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Additional Editor Comments (optional):

Reviewers\' comments:

Reviewer\'s Responses to Questions

**Comments to the Author**

1\. If the authors have adequately addressed your comments raised in a previous round of review and you feel that this manuscript is now acceptable for publication, you may indicate that here to bypass the "Comments to the Author" section, enter your conflict of interest statement in the "Confidential to Editor" section, and submit your \"Accept\" recommendation.

Reviewer \#1: All comments have been addressed

\*\*\*\*\*\*\*\*\*\*

2\. Is the manuscript technically sound, and do the data support the conclusions?

The manuscript must describe a technically sound piece of scientific research with data that supports the conclusions. Experiments must have been conducted rigorously, with appropriate controls, replication, and sample sizes. The conclusions must be drawn appropriately based on the data presented.

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

3\. Has the statistical analysis been performed appropriately and rigorously?

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

4\. Have the authors made all data underlying the findings in their manuscript fully available?

The [PLOS Data policy](http://www.plosone.org/static/policies.action#sharing) requires authors to make all data underlying the findings described in their manuscript fully available without restriction, with rare exception (please refer to the Data Availability Statement in the manuscript PDF file). The data should be provided as part of the manuscript or its supporting information, or deposited to a public repository. For example, in addition to summary statistics, the data points behind means, medians and variance measures should be available. If there are restrictions on publicly sharing data---e.g. participant privacy or use of data from a third party---those must be specified.

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

5\. Is the manuscript presented in an intelligible fashion and written in standard English?

PLOS ONE does not copyedit accepted manuscripts, so the language in submitted articles must be clear, correct, and unambiguous. Any typographical or grammatical errors should be corrected at revision, so please note any specific errors here.

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

6\. Review Comments to the Author

Please use the space provided to explain your answers to the questions above. You may also include additional comments for the author, including concerns about dual publication, research ethics, or publication ethics. (Please upload your review as an attachment if it exceeds 20,000 characters)

Reviewer \#1: The Authors have addressed all comments from this reviewer. In my opinion, the manuscript is ready for publication.

\*\*\*\*\*\*\*\*\*\*

7\. PLOS authors have the option to publish the peer review history of their article ([what does this mean?](https://journals.plos.org/plosone/s/editorial-and-peer-review-process#loc-peer-review-history)). If published, this will include your full peer review and any attached files.

If you choose "no", your identity will remain anonymous but your review may still be made public.

**Do you want your identity to be public for this peer review?** For information about this choice, including consent withdrawal, please see our [Privacy Policy](https://www.plos.org/privacy-policy).

Reviewer \#1: No
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If we can help with anything else, please email us at <plosone@plos.org>.
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